Absorption Imaging of Ultracold Atoms on Atom Chips 
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Imaging ultracold atomic gases close to surfaces is an important tool for the detailed analysis of 
experiments carried out using atom chips. We describe the critical factors that need be considered, 
especially when the imaging beam is purposely reflected from the surface. In particular we present 
methods to measure the atom-surface distance, which is a prerequisite for magnetic field imaging 
and studies of atom surface-interactions. 



I. INTRODUCTION 

Microtraps created above microfabricated surfaces, or 
atom chips PHI], are a promising approach towards the 
precise manipulation of ultracold atoms. A variety of 
trapping, guiding and transporting potentials have been 
realised using current-carr ying w ires , atom manip- 

ulation with electric fields |lll.ll2| : and formation of Bose- 
Einstein condensates (BECs) |L3T - [lq ] have been demon- 
strated. Ultracold atoms held in close proximity to the 
chip surface are versatile probes for atom-surface interac- 
tions [13], local magnetic fields [l8l - [23| and current flow 
irregularities |24j . Microwave and radio- frequency (RE) 
fields have been employed to coherently manipulate inter- 
nal [2f| and external states [2(| leading to interferometry 
with trapped atoms [27 29], enabling routes to quantum 
information processing 13 Oil 311 a nd the study of Id quan- 
tum many-body systems |32h34| . 

Atoms are held and manipulated at short distances (a 
few microns) from the chip surface. A main measurement 
tool is absorption imaging [35| and a thorough under- 
standing of the disturbances caused by the close by atom 
chip surface is essential for the analysis of experiments. 
In this paper, we describe the key ingredients for imag- 
ing atomic clouds close to a surface and give examples of 
specific implementations. We cover three different sce- 
narios, two of which involve reflecting the imaging beam 
from the atom chip surface, where reflecting at grazing 
incidence produces a standing wave. 



II. BASICS OF ABSORPTION IMAGING 

Absorption imaging, where the attenuation of a laser 
beam passing through an atom cloud is measured, is 
the workhorse of ultracold atom experiments [Hj]. The 
shadow cast by the atom cloud onto the CCD allows an 
estimation of the atomic column density. In the case of 
low atom numbers, the laser light is chosen to be resonant 
with an atomic transition, whereas off-resonant phase- 
contrast imaging offers a non-destructive imaging alter- 
native for large column densities (large atom numbers). 



Here we only consider imaging with resonant light. 



A. Basic Optical Setups 

Figure [I] shows a schematic of three different imaging 
configurations. When imaging atoms close to the chip 
surface [36( (Figs. QJa) and Efb)) diffraction and/or re- 
flection of the imaging beam is unavoidable . For images 
taken far from the chip (Fig. [He)) the influence of the 
surface becomes negligible and this configuration oper- 
ates as in standard absorption imaging. In the rest of 
the paper 9 describes the angle of incidence of the imag- 
ing beam with respect to the chip surface. For 8 = 0° 
the imaging beam propagates parallel to the surface of 
the atom chip. For < 6 < 90° the imaging beam is 
reflected from the surface. 

A typical imaging configuration uses a two-lens setup 
to focus the image of the atoms onto the CCD. Lens 1 
is positioned at (or close to) its infinity optical working 
point from the atom cloud (such that the lens collimates 
the diffracted light) and lens 2 is used to form the image. 

The atomic samples on atom chips are usually in a 
very elongated quasi-one-dimensional configuration. In 
longitudinal imaging the probe beam is parallel to the 
elongated extent of the atom cloud and integrates over 
the full length of the cloud. In transversal imaging the 
probe beam is orthogonal to the long axis of the cloud, 
allowing the study of properties along the quasi-ld cloud. 
The short extent of the cloud in the transversal direction, 
especially for in situ images or after a short time of flight, 
allows a relatively small depth of field for transversal 
imaging, and consequently higher resolution. In contrast, 
the resolution of a longitudinal imaging system is limited 
by the large extent of the cloud which requires a depth of 
field up to several hundred microns, thus putting a lower 
bound on the achievable resolution. We define here the 
axes convention that will be used below: the x-direction 
is the direction of gravity, the y-direction is along the lon- 
gitudinal direction of the atom cloud, and the z-direction 
is along the (horizontal) transverse direction of the atom 
cloud. 
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FIG. 1. Sketch of Imaging Configurations (not to scale), (a) Grazing Incidence Imaging. The imaging beam is reflected off the 
atom chip surface and the atom cloud (blue circle) produces two shadows. For the direct image, the imaging beam first reflects 
off the atom chip surface, then interacts with the atom cloud. For the mirror image, the imaging beam first interacts with the 
atom cloud, then reflects off the atom chip, (b) Normal Incidence Imaging provides the location of the atom cloud relative to 
the structures on the atom chip surface, (c) Time-of-flight Imaging, where the atom cloud is far from the atom chip surface. 



B. Resonant Atom-Light Interaction 

In our absorption imaging we use resonant light. If the 
incoming intensity /;„ is sufficiently below saturation, the 
attenuation of the incident probe beam is given by 

= exp(-ncr). (1) 

I ou t is the outgoing (i.e. unscattered) intensity, n the 
column density of the atoms and a the absorption cross 
section of the specific atomic transition. For large inten- 
sities a has to be multiplied by a factor 1/(1 + Ii n /I sa ,t) 
to account for saturation effects (I sa t is the saturation 
intensity of the optical transition). Estimating n relies 
on knowing both /; n and i ut- Experimentally, a CCD 
camera is used to take two pictures: one without atoms 
giving /i n and one with atoms giving J out , from which one 
can then calculate the density profile of the atom cloud 
using eq. [TJ The division of the two images {I ou _t/hn) 
mostly eliminates the effects of any inhomogeneous spa- 
tial intensity distribution. However, ultimately, detection 
is limited by photon shot noise [37| . 

III. EXPERIMENTAL IMPLEMENTATION 

The imaging systems described here have been imple- 
mented in atom chip setups in Hcidclbcrg/Vienna. We 
typically load > 10 6 cold (< 10/^K) Rb atoms into a se- 
lected chip trap. Using radio-frequency evaporative cool- 
ing we create either an ultracold thermal cloud or a BEC. 



Our atom chips have been discussed in detail in [38l . 
l39j . For imaging it is important that their high-quality 
gold surfaces are exceptionally clean and excellent mir- 
rors. Scattered light comes predominantly from the thin 
etchings (typically < 10 /im) that define the wire struc- 
tures. Multilayer atom chips [HI may have distinct sur- 
face profiles that have to be taken into account. 

The imaging light is guided to the experiment using 
a single-mode polarization-preserving optical fibre. The 
light expanding from the fibre core is collimated using a 
precision achromat and sent through a high-quality op- 
tical window into the vacuum chamber containing the 
atom chip and the atom cloud. In most of our imaging 
systems we use optics built from two lenses, as in Fig. [T] 
For details on specific systems, see section HXl 



IV. GRAZING-INCIDENCE IMAGING 

The propagation of the imaging beam (almost) paral- 
lel to the atom chip surface results in diffraction from 
the surface edge, as seen in Fig. [U[a). Even though in- 
tensity variations are vastly reduced in the final absorp- 
tion image, residual noise much larger than photon shot 
noise usually remains. A more uniform image in the re- 
gion of the atom cloud can be achieved by inclining the 
imaging beam such that it reflects from the chip surface 
(Fig.QJa)) ;36], moving the diffraction effects within the 
image, as can be seen in Figs.^a) and[2Ib). 

When the imaging beam is reflected from the chip 
surface, two beam paths traverse the cloud (Fig. H[d)). 
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FIG. 2. (a, b) Images without atoms (Ji n ) with (a) the imaging beam propagating parallel to chip surface and (b) the imaging 
beam reflected from chip surface with 6 = 2°. The dark region at the top is the shadow cast by the chip and its mounting. The 
red boxes represent the region where the atom cloud would be located in situ or for short times of flight. The strong horizontal 
fringes are due to diffraction from the edges of the chip. The inclination of the beam allows the diffraction effects to be moved 
in the image relative to the position of the atom cloud. The circular fringes and other structures are due to small dust particles 
in the beam path, (c, d) Reflecting the imaging beam off the atom chip surface results in a standing wave (d) and 2 clouds in 
the image (c) because the atom cloud (blue circle) is passed by two different beam paths. Path (1) is mapped by the imaging 
system to a real image, path (2) to a mirror image. The image in (c) would lie in the area denoted in (b). 



One first passes through the atom cloud, then reflects 
from the atom chip surface. The second path first re- 
flects from the atom chip surface, then passes through 
the atom cloud. This creates two images, their separa- 
tion d measures the distance h of the atoms from the chip 
surface (d = 2h cos 9). At an angle of incidence of 9 ~ 2°, 
one can typically observe two-shadow images for cloud- 
surface distances up to ~ 300/im. At very small h the 
two shadows merge into one, dictated by the resolution 
of the imaging system. 



At grazing angles of incidence one has to consider care- 
fully the polarization of the imaging beam. Reflection 
from the metallic gold surface of the chip produces dif- 
ferent phase shifts for the components of the electric field 
oscillating in-plane and out-of-plane of the surface and 
hence the polarization is in general not preserved. More- 
over, the phase shift of the out-of-plane component of the 
electric field depends strongly on the angle of incidence 
to the surface. Therefore an incident imaging beam with 
general polarization can lead to a poorly defined imag- 
ing situation in which both the intensity and polarization 
change with distance to the surface. 



To simplify the understanding of the imaging process, 
we focus on the cases of linearly polarized light oscillating 
in-plane or out-of-plane of the chip surface. In both sit- 
uations the polarization is preserved but one has to deal 
with a standing light wave above the surface (Fig. [2]). 
Consequently, a simple geometrical picture of imaging 
by reflecting the imaging beam from the surface neglects 
important details which need to be considered in detail. 



A. Reflection and Standing Waves 

The illumination of the atomic cloud by a standing 
wave I sw (x) = 4 J; n sin 2 (k x x) where ii n is the intensity of 
a single beam and k x — k sin 9 is the wavevector com- 
ponent perpendicular to the surface, is highly inhomoge- 
neous and in stark contrast to standard absorption imag- 
ing [35j]. The effect of this inhomogeneous illumination 
depends on the atom column density profile n(x). The 
local scattered intensity I sc (x) is given by: 



^sc(^) — ^sw (^) 



1 



-n(x)<j BC 



(2) 



The total scattered power is then given by P sc = 
J I sc (x)dx. If we assume an atom cloud with a gaus- 
sian density profile n(x) = n(h) exp [— (x — h) 2 /(2w 2 )\ 
of width w located at height h » w and weak absorp- 
tion (n(h)a sc << 1), then the integral can be solved an- 
alytically and we obtain 



P sc = 2P Q [l-cos{2k x h)e 



-2ki 



(3) 



where Pq is the power that would be scattered by the 
same absorber in a single uniform plane wave of intensity 
I m . As the cloud is moved through the standing wave, it 
probes the local intensity. Depending on the size of the 
cloud, it truly samples the intensity, or averages over a 
broader range. 

For k x w « 1 (i.e., the cloud is small compared to 
the period of the standing wave), the scattered power 
is determined by the local intensity at the position of 
the atoms and is therefore modulated depending on the 
position within the standing wave. As the phase of the 
standing wave is fixed by the surface, this modulation of 
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the scattered power can be used as a reference ruler for 
measuring the distance to the surface (see section IIVB[) . 

For k x w >> 1, the scattered power becomes inde- 
pendent of the position within one period of the standing 
wave. It approaches twice the amount obtained from il- 
lumination by a single plane wave of intensity ii n . This is 
the regime of geometric optics. The light passing through 
the cloud can be thought of as coming from two beams 
(Fig. Hie)), where one beam hits the cloud directly and 
the other one is first reflected by the chip surface. Con- 
sequently, the influence of the standing wave can be re- 
duced by inclining the probe beam by a large enough an- 
gle so that the typical standing wave periodicity is much 
smaller then the transverse sizes under interest, as used 
in the microscopy scans in (2J| . 



B. The Standing Wave as a Ruler 

By varying the position of a thin cloud {k x w << 1) 
and counting the minima and maxima of the detected 
scattered power, it should be possible to determine the 
absolute position above the atom chip surface. Figure 
[3] shows the result of such a measurement where the to- 
tal scattered power P sc has been measured for trapped 
condensates at different distances from the surface. The 
blue curve shows the result for an imaging beam which 
is linearly p-polarized in the plane of incidence, whereas 
the green curve is for linear s-polarization. As can be 
seen, the measurements do not follow a simple harmonic 
modulation: phase shifts and changes in the modulation 
amplitude appear. These artifacts are caused by the de- 
tails of the wire structures on the chip surface. The dom- 
inant effect is the different heights of the wires (Fig. [3} 
which, besides casting shadows, results in a phase shift 
of the reflected beam that is proportional to the local 
surface structure height. As the reflected beam has to 
propagate a significant distance to reach the position of 
the atomic cloud, diffraction has a significant influence 
on the observed patterns. 

A second effect is connected to the non-ideal boundary 
conditions of a real gold surface. The phase shift that 
occurs upon reflection is not exactly the one expected 
from an ideal conductor and depends upon the angle of 
incidence 9 and polarization (Fig. [3]) . 



C. Angular Aliasing 

A different modification of the image results from 
diffraction and scattering from the atomic cloud. Fig- 
ure IUd) sketches the basic scenario for the situation 
where the incident plane wave is reflected by the mir- 
ror surface and then passes through the atomic cloud. If 
the size of this cloud is large, then the image is domi- 
nated by a geometric shadow that propagates along the 
same direction as the plane wave. However, as the cloud 
becomes smaller, important components of the scattered 
wave occupy a larger angular spread relative to the di- 
rection of the plane wave. As long as this spread is small 
compared to the angle between the imaging beam and 
the atom chip surface, all the light propagates away from 
the mirror: a lens will reconstruct the true wavefront in 
the object plane. This situation changes when the an- 
gle spread of the scattered wave becomes large enough 
that a significant fraction propagates towards the mirror 
surface. This part of the wave is reflected and wrongly 
mapped to an angle under which another part of the wave 
travels directly away from the mirror. This aliasing ef- 
fect is most important in the regime of grazing incidence 
imaging. 

D. Wavefront Propagation 

The fine details of the imaging depend on the light 
propagation close to the surface of the chip. For a full un- 
derstanding we implemented a numerical model of the ab- 
sorption imaging setup, including the specific properties 
of the surface and the imaging lenses. Such a model in- 
cludes diffraction and scattering of the propagating wave 
by the chip and, of course, by the atoms. 

We consider an linearly s-polarized optical plane wave 
propagating mainly along the ^-direction with fc-vector 
k = (k x ,k y ,k z ) and wavelength A = 2ir/k. We assume 
that in the plane z = zq the optical amplitude is given by 
U(x,y, zq) in the scalar approximation. The propagator 
for relating U(x,y,zo) to the amplitude in a later plane 
U(x, y, z + Az) is given by [4l| 

K(y x , v y ) = exp (-i2k^\/X -v>- ^ 2 Az) (4) 

where = sin(<^)/A ~ cj>i/X in the paraxial approxima- 
tion and <pi is the wave vector angle. Since this propa- 
gator is diagonal in the angular representation it can be 
conveniently implemented in the Fourier representation 
41]: 



V(v x ,Vy,Z$) = 

U(x,y,z + Az) = 



OO pOO 



— oc J — oo 

OO pOO 



U(x,y,z )e- l27li ^ x+,/ y v) dxdy 

K{v x , Vy )V{ Vx , v Vl zo)e- l27r ^ x+ ^dxdy 



(5) 
(6) 
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FIG. 3. The total scattered power P sc for trapped condensates at different heights above a wire. The blue and green curves 
show the result for in-plane and out-of-plane linear polarization of the imaging beam, which have a small relative phase shift 
caused by the different boundary conditions of the standing wave at the mirror surface. The angle of incidence of the imaging 
beam 6 was 4.2°. The jump in signal between ft = 20 and h — 25 is due to wires of different heights obscuring part of the 
beams (see Fig. [4]). Imaging System 2 in section HXl was used in this case. 



(a) (b) (c) (d) 




FIG. 4. (a-c). Imaging close to wires of different heights. The three scenarios show the atom cloud (blue circle) above different 
parts of the chip in the situation where the atom chip surface has wires of different heights. Shadows cast by the wires into 
the imaging beam result in part of the cloud not being imaged in each case, (d) Angular aliasing. If a plane wave component 
scattered by the atom cloud is reflected by the surface (dashed line), it exits under an angle that is already occupied by a wave 
component that travels directly away from the surface. 



i.e. V(u x , v y , zq) is the Fourier transform of U(x,y,zo), 
and the amplitude U{x, y, zo + Az) at a point zq + Az is 
related to U(x,y,zo) through the propagator K(y x ,v y ). 
Numerically, the above can be efficiently implemented 
using the fast Fourier transform (FFT), which we utilise 
in the following calculations. 

The optical propagation now consists of the following 
steps. The initial wavefront is considered to be a wide 
Gaussian (wide with respect to the chip structures) with 
a small adjustable angle to the chip surface. The wave- 
front is truncated by the chip edge and the first propa- 
gation step is to the chip centre. For propagation over 
the chip (mirror) surface, a reflecting boundary condition 
at the mirror surface is implemented with a phase shift 
5 = —ir (for s-polarized light). At the centre of the chip, 
the atoms absorb, at their location, part of the light. The 
such modified light is propagated to the end of the chip 
and then to the first lens in the imaging system. The 
wavefront is truncated by the first lens (which leads to 
a finite optical resolution) and subsequently propagated 
through the Fourier plane, the second lens, then finally 
to the detector plane. This last step also involves an 
adjustable defocus. Finally, the intensity at the detec- 
tor is down-sampled to the pixel resolution of the CCD. 
In order to calculate the absorption signal, two propa- 
gations are made: one with atoms present (resulting in 
/ ou t in terms of CCD images discussed previously) and 



one without atoms present (im)- The resulting signal is 
calculated in the same way as for the real experimental 
images. 

Figure [DJa) shows the results of simulating the imag- 
ing of an atom cloud at various heights above the chip 
surface for an actual experimental implementation. The 
corresponding experimental data for in situ absorption 
images of the atom cloud is shown in Fig. [S^b), where 
for each individual trap height the image was integrated 
in the direction parallel to the chip surface to obtain the 
line density. Experiment and simulation are in remark- 
able agreement. In accordance with the simple geomet- 
ric picture (Fig. Ufa)), two lines of images emerge with 
increasing height above the chip. Due to the effect of 
the standing wave above the surface, atoms are detected 
with different clarity at different heights. In addition, 
intricate details emerge which are related to scattering 
and diffraction of the imaging light from the chip and 
the atoms. Clearly, to find a good position for imaging, 
a full understanding of the wave propagation close to the 
surface is essential. Only then will a comparison between 
experimental data and simulation allow an accurate de- 
termination of the trap height h for each image. With 
the precisely known current in the chip wire, this yields a 
very good calibration of the homogeneous magnetic bias 
field applied to form the atom chip traps, and faithful 
calculation of atom positions for other trapping parame- 
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FIG. 5. (a) Simulation and (b) experimental data of absorption images for varying distance between the atom cloud and the 
chip surface. Shown are vertical line densities for different trap distances, with two separate absorption positions emerging as 
the distance between the atom cloud and the chip increases (Fig. (2]| . It can be seen that many of the features resulting from 
interference effects due to the reflecting surface, such as dark fringes where the atoms are located, are well reproduced by the 
simulation. The good agreement between theory and experiment allows for an accurate calibration of the trap distance from 
the surface, which in turn allows for precise calibration of the magnetic fields applied to form the magnetic trap. Imaging 
System 1 in section HXl was used in this case. 

ters. standing wave and other spurious interference effects. 



E. Fourier Analysis 

Although it is instructive to analyze the full wave prop- 
agation, Fourier analysis provides a powerful method to 
ascertain the distance between the atom cloud and the 
surface. An experimentally determined absorption pro- 
file of the scattered intensity I sc (x) can be decomposed 
into its Fourier components I sc (k x ). If the measured pro- 
file is well described by two Gaussian curves of width w, 
separated by the distance 2h, the real part of the Fourier 
transform of I sc (x) can then be written as follows: 



L 



odd 



(k x ) oc cos (k x h) exp (— k^w 2 /2). 



(7) 



This simple model can be fitted to the Fourier trans- 
form of the experimental profile I S c Xp - The distance h 
is then extracted, using only the small k x component of 
the experimental spectrum, which is affected little by the 
aliasing of angles and the high frequency noise in J S c Xp . 
This Fourier transform method can be seen as filtering 
the relevant information out of the images. It extracts 
the information about the distance and suppresses fre- 
quency components associated with the fringes from the 



Figure [5] shows a typical example of a measured pro- 
file I sc {x) and its Fourier transform I sc (k x ). In Fig. IHIb) 
compares the original I sc (x) and that calculated from the 
fit to I sc (k x ). This Fourier method suppresses the high 
frequency noise in I BC (x). Compared to a direct evalua- 
tion of h from I sc (x), the Fourier method is significantly 
more stable, as illustrated in Fig.^c-e). Fig.^c) shows, 
for both methods, the extracted height h plotted against 
a high-resolution, stable experimental control parameter 
(a precise magnetic field in this case) that is nearly linear 
in actual height. The error for the Fourier method (for 
each h) is smaller than that for the direct method, and 
the smoothness of the data for the Fourier method is in 
line with the behaviour expected when using the near- 
linear control parameter. The residuals in figs. EJd, e) 
are for the deviation of the extracted h relative to this 
expected near-linear behaviour. This result is a direct 
consequence of the removal of noise from the fitting us- 
ing the Fourier method. 
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Experimental Control Parameter [arb. units] A,v [|xm] 



FIG. 6. Extracting the height above the chip by Fourier method, (a) Fourier transform I ac (k x ) of (b) the scattered intensity 
7 sc (a;). The transverse wave vector k x has been translated to the propagation angle fi of the corresponding plane wave 
component. The green curve shows a fit of the model eq. [7] to the data, the red curve shows the envelope exp(—k^w 2 /2), 
where w is from a fit to the experimental data I S c{%) shown in (b), which shows the scattered intensity profile I a c{x) together 
with the profile obtained from the fit in Fourier space (green line), (c) Comparing height estimation methods: Taking the 
distance directly from I a c(x) to obtain h (open circles) and the corresponding result of the Fourier method (filled circles). The 
experimental control parameter is nearly linear in height above the surface and is related to the magnetic field controlling the 
magnetic trap. The Fourier approach presents the more stable and less noisy method, (d) Residuals from the direct fitting 
method of (b), giving a standard deviation of 0.95 /im. (e) Residuals from the Fourier fitting method of (a), giving a standard 
deviation of 0.21 fim. Imaging System 2 in section HXl was used in this case. 



V. ORTHOGONAL-ANGLE-OF- INCIDENCE 
IMAGING 

Orthogonal- angle-of- incidence imaging (9 ~ 90°) is 
primarily used to locate the atom cloud relative to the 
chip structures (Fig.QJb)). The imaging beam is reflected 
from the gold surface of the chip and hence interacts with 
the atom cloud twice, giving two images. For atoms close 
to the surface, both images are in focus and overlap with 
each other nearly perfectly. However, when the atom 
cloud is further from the chip, the two shadows sepa- 
rate and in many cases only one shadow can be in focus. 
With decreasing 9 the two shadows also separate further 
laterally. 

This imaging method relies even more on high-quality 
reflection from the chip surface. Image quality is very 
sensitive to light scattering and diffraction due to residual 
surface roughness and the gaps between the structures 
defining the wires on the atom chip. The image quality 
also depends on the position of the atoms. It can be 
excellent if the atoms are far away from wire edges, for 
example, above the centre of a broad wire, as shown in 



Fig. [7J Images degrade for atoms located close to the 
wire edges because near-field diffraction effects make it 
difficult to interpret the images. 

In our implementation of orthogonal-angle-of- 
incidence imaging (Fig. [7J, we introduce a small 
deviation from normal incidence (9 ~ 84°), just large 
enough so that the incoming imaging beam can pass the 
imaging objective lens. The input imaging beam is sent 
through an optical fibre (from which it is collimated to 
have a diameter of approximately 2 cm) and reflected 
from the atom chip surface. The atom cloud absorption 
is imaged by a two-lens system that has a working 
distance of approximately 13 cm (Imaging System 3 in 
section IPC I) . 



VI. IMAGING FAR FROM THE CHIP 
SURFACE AND LONGITUDINAL IMAGING 

When imaging far from the atom chip surface, the 
imaging beam can be passed parallel to the chip sur- 
face, as shown in Fig. HJc). At distances > 50 /Ltm from 
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(C) 





FIG. 7. (left) Orthogonal-angle-of-incidence imaging of an atomic cloud above a broad 100 )im wide Z-shaped trapping wire. 

(a) The direct image reveals the features on the chip. The atom cloud is just visible in the center of the central broad wire. 

(b) Processed absorption picture (divided by a reference image without atoms). The atoms are clearly visible and the speckle 
patterns are reduced. (Imaging System 3 section ITX)l . (right): Longitudinal imaging, (c) in situ image, 80 /im away from 
the chip surface showing a BEC that has been split by ~ 45 [im using a RF dressed-state double-well potential, (d) Image of 
time-of- flight matter- wave interference of two BECs after 15 ms time of flight [23|. (Imaging System 4 section IL\]) . 



the surface, the effects of the diffraction from the chip 
edge (Fig. [2£a),(b)) and chip structures are less deleteri- 
ous to the image quality. This imaging configuration can 
be used for both transverse and longitudinal imaging. 

The longitudinal imaging system is typically chosen to 
work at a lower resolution, smaller f-number, compared 
to the transverse imaging direction, mainly because the 
atom clouds have a large extension along the imaging 
beam, and therefore require imaging with a larger depth 
of field. Additionally, in our setups, the horizontal MOT 
beams for initial atom cooling and the longitudinal imag- 
ing beam are overlapped with polarizing beam-splitter 
cubes, which places limitations on how close to the atom 
cloud the first imaging lens can be placed. 

Figure [7] shows two examples of longitudinal images. 
Figure EJc) is an in situ image of a Bose-Einstein conden- 
sate (BEC) that has been split in a double- well potential 
80 fim. away from the chip. Figure [TJd) shows a time- 
of-fhght image of matter-wave interference between two 
BECs released from a double- well potential [27j ■ In this 
case, the resolution of the imaging system must be good 
enough to observe the interference fringes whilst having 
a sufficiently large depth of field to keep the entire length 
of the cloud in focus. Imaging system 4, as detailed in 
section HXl was used for these images. 

VII. IMAGE QUALITY OPTIMISATION 

Generally, the raw CCD images contain large am- 
plitude fringes and speckle arising from the interfer- 
ence of spuriously scattered light with the imaging 
beams (Fig. [5]). In principle, these fringes can be di- 



vided out when the attenuation is calculated from the 
two recorded images (/out and L m ). However, even small 
shifts in the position of structures in the imaging beam 
path (e.g. due to vibrations) can lead to significant 
changes in the speckle pattern and large disturbances in 
the resulting absorption image. To minimize these dis- 
turbances we usually implement the following: 

• Low-noise (in terms of loudness) light beam shut- 
ters are used to block laser light. The shutters are 
mechanically isolated from the laser table. 

• All optical elements are attached as rigidly as pos- 
sible onto the laser table to avoid vibrations and all 
stray light at optical elements in the beam path is 
minimised. Covering the complete imaging beam 
path with dust-free tubes (whether plastic or card) 
not only prevents optical elements from being soiled 
with dust but additionally avoids air turbulence. 

• Any fans operating in the CCD cameras for cooling 
are operated in a pulsed mode and are switched off 
several seconds before the images are taken. 

• Good overlap of the two images (atom cloud and 
reference images) can be reached if the delay time 
between the two images is reduced as much as pos- 
sible. A frame-transfer camera enables a shift of 
the first image within a few ms across to a masked 
region on the CCD chip before the second image is 
taken. After both images have been taken, the low- 
noise readout of the CCD chip then usually takes 
several seconds. 
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In addition, interference structures can originate from 
the interference of light being reflected between the CCD 
chip and vacuum window of the CCD camera. These 
fringes can be avoided if the CCD vacuum window is 
anti-rcflcction coated for the specific wavelength or if the 
camera is tilted with respect to the incoming light, how- 
ever the tilting limits the field of view. It is also possi- 
ble to use advanced post-processing techniques to remove 
fringes in images [42[. 

The noise level in our images can be estimated from a 
region where no atoms are present. In images far from 
the chip surface, we observe a gaussian-shaped noise dis- 
tribution corresponding to typically 1-2 atoms/pixel and 
no pronounced structures in the images. For images close 
to the surface where it is possible to observe reflected, 
diffracted and direct light, the noise depends on the spe- 
cific region of the image. In regions where there is large 
contrast in the resulting interference fringes, the noise 
can be significantly larger. When the beam angle is ad- 
justed carefully, we obtain noise levels similar to those of 
images taken far from the surface. Figure [SJa) shows an 
absorption image of a BEC of 87 Rb atoms taken 5 ms 
after release from a trap formed 10 /im from the surface 
of the atom chip. The image is taken with an imaging 
beam angle of incidence of 9 ~ 1°. The modulation of the 
BEC density (Fig. |5Jb),(c)) is caused by inhomogeneous 
current flow throu gh t he atom chip wire used to form the 
magnetic trap (22l |43| . The noise floor of the image can 
be estimated to be ~ 2 atoms//im rms. With an object 
pixel size for the image of 3.35 x 3.35 /im 2 we estimate a 
noise of ~ 7 atoms / pixel row in the image of the cloud in 
Fig. [SJ With a half width of ~ 15 /im rms for the cloud 
in Fig. [51 a pixel row corresponds to ^100 ^m 2 . The 
rms noise of the picture correspond to a column density 
n ~ 0.07 atoms//im 2 . With a shorter expansion time the 
detectable linear density n\D in this imaging setup is on 
the order of n\d < 0.5 atoms//im. 



extract accurate atom numbers, L ul must be accurately 
known. In addition, CCD cameras have a quantum effi- 
ciency r\ for the conversion of photons to electrons that 
should be taken into account when considering N m i n . 

As an example we estimate the limits for 87 Rb and an 
imaging beam intensity 7; n of 10% of the saturation in- 
tensity / sat of the transition (a typical value used in our 
experiments). For the \F — 2, mp = 2} — > \F' = 3, mp — 
3) transition on the D2 line, (A = 780 nm) the absorption 
cross section au n = 0.19 fim 2 (/ sat (ii n ) = 25 Wm -2 ) for 
linearly polarised light and a C i r — 0.29 /im 2 (/ sa t( C ir) — 
17 Wm~ 2 ) for circularly polarised light 45]. Us- 
ing an optical imaging system resolution of 3 /im gives 
A = 7r x 3 2 = 28 /im 2 and we obtain an approximate 
minimum column density n m i n (in atoms per /im 2 ) as 
n m in(Un) > 0.44 t -1 / 2 and n mm ( clr) > 0.35 r -1 / 2 for 
linear and circularly polarised light, respectively (r (in 
/is) is the duration of the imaging pulse). Consequently, 
N min (ii n ) > 12 t- 1 / 2 and N mm{cir) > 10 t~ 1 / 2 . 

Experimentally, the imaging duration t is usually in 
the region of ~ 30 /is which leads to the following lim- 
its: n min(Un) = 0.08 /im" 2 and N min(lin) = 3 atoms for 
linearly polarised light and n min ^ cir ^ — 0.06 /iin~ 2 and 
N m in(cir) = 2 atoms for circularly polarised light, for the 
experimental parameters given above. These values cor- 
respond to an attenuation of the incoming imaging beam 
of 1.5% and 1.7% for linearly and circularly polarised 
light, respectively. To achieve N m i n = 1, would require 
a much longer imaging pulse, by which time most of the 
atoms would have moved out of the area A under ob- 
servation. For single atom detection by absorption, the 
atoms would have to be tightly confined during the imag- 
ing pulse, whereas freely propagating single atoms can be 
detected by fluorescence, as described in [37j . 

IX. IMAGING SYSTEMS: TWO-LENS 
IMAGING SYSTEMS 



VIII. DETECTION LIMITS 

The information available from an absorption image 
is limited by the signal-to-noise ratio (SNR) which de- 
termines the minimum detectable atom number, as dis- 
cussed in [44j . Increasing the intensity I m and imaging 
duration t would lead to a decrease in the minimum de- 
tectable atom number N m i n . However, the photon re- 
coil in the atom-light scattering process heats the atoms 
and they move during the imaging duration. For freely 
propagating atoms, this results in a limit to the imaging 
duration r for the atoms to remain in a given area A. 
Increasing I- m to too large a value brings two problems. 
Firstly, increasing ij n increases the heating of the atom 
cloud as the atom-light scattering rate is increased. Sec- 
ondly, the absorption cross section a can only be consid- 
ered to be intensity independent for intensities that are 
small compared to the saturation intensity of the optical 
transition used for imaging: beyond this, if one wishes to 



The imaging systems used for this work were composed 
of two lenses (Fig. [1]) located outside the vacuum cham- 
ber. By selecting the right combination of standard pre- 
cision achromats we achieve diffraction-limited imaging 
with a resolution down to 3 /im at a working distance 
of 10 cm. Higher resolution will require the first lens to 
be located closer to the atoms and a multi-lens design. 
Examples of imaging systems implemented in our exper- 
iments are detailed below. 

Imaging System 1. Lens 1: Melles Griot 06LAI011 
(/ = 100 mm); Lens 2: Melles Griot 01LA0339 (/ = 
400 mm); MicroMAX:1024BFT, back-illuminated CCD 
with a quantum efficiency of 72% at 780 nm, from Roper 
Scientific. The system was designed to give a magnifi- 
cation of 3.9, with a NA of 0.13 and the pixel size of 
13 x 13 /im 2 translated into 3.35 x 3.35 /im 2 in object 
space. The imaging is diffraction-limited within a radius 
of > 1 mm (in object space) from the central axis, the 
Airy disc had a radius of 3.7 /tm. 
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FIG. 8. (a) Absorption image of a fragmented BEC taken after 5 ms of time-of-flight expansion. The BEC has been formed at 
a distance of 10 /im from the wire surface, (b) Longitudinal one-dimensional density profile (blue) derived from the absorption 
image. The noise-level is shown in red. (c) To accentuate the noise-floor of ~ 2 atoms/pim rms, the same data has been plotted 
logarithmically. Imaging System 1 in section llXl was used for this image. 



Imaging System 2. Lens 1: Melles Griot 06LAI011 
(/ = 100 mm); Lens 2: Thorlabs AC508-750B (/ = 
750 mm) achromat resulting in a magnification of 7.4. 
The NA of 0.13 gave a 3.7 /im radius of the Airy disk, 
the imaging was diffraction-limited within a radius of 
> 1 mm in object space. The images were recorded with 
an Andor frame-transfer CCD camera with a pixel size 
of 13 x 13 /im 2 translating to 1.8 x 1.8 /im 2 in the object 
plane. 

Imaging System 3. Lens 1: Melles Griot 06LAI013 
(/ = 145 mm); Lens 2: Thorlabs AC508-750B (/ = 
750 mm); Princeton Instruments spectroscopy CCD cam- 
era with 1300 x 400 pixels of 20 x 20 /im 2 . A magnifi- 
cation of 4.8 gave an object pixel size of 4.2 /im. With 
a NA of 0.09 the system was diffraction-limited within 
a radius of > 2 mm from the central axis, with an Airy 
disk radius of 5.4 /im. 

Imaging System 4. Lens 1: Thorlabs AC254-150-B 
(/ = 150 mm); Lens 2 Thorlabs AC508-1000-B (/ = 
1000 mm); Princeton Instruments spectroscopy CCD 
camera with 1300 x 400 pixels of 20 x 20 /im 2 . A magni- 
fication of 9.3 gave an object pixel size of 2.2 /im. With 
a NA of 0.08 the system was diffraction-limited within 
a radius of > 2 mm from the central axis, with an Airy 
disk size of 5.7 /zm. 



X. CONCLUSION AND OUTLOOK 

We have discussed absorption imaging of ultracold 
atoms close the surface of atom chips, particularly fo- 
cusing on the case where the imaging beam is purposely 



reflected off the atom chip surface. We have shown that 
a standing wave is produced above the chip surface due 
to this reflection and that this must be taken into ac- 
count when imaging, particularly for atom cloud sizes 
smaller than the standing- wave wavelength. Having built 
both a simple E-field model for the light and carried 
out a wave-propagation simulation to demonstrate the 
standing wave phenomenon, we demonstrated a Fourier 
method that is a stable way to extract the height of the 
atom cloud above the atom chip surface. We also dis- 
cussed other configurations for absorption imaging when 
using the atom chip experimental environment, before 
discussing experimental optimisation, detection limits 
and two-lens imaging systems. Absorption imaging tech- 
niques close to the surface of an atom chips, are compli- 
mentary to other methods, including chip-based optical 
fibres for fluorescence detection |4q|. chip- based optical 
cavities (47|, and photoionization [48l|. as well as fluo- 
rescence detection far from the chip surface (37j , each 
having their particular benefits and drawbacks that to- 
gether make a comprehensive toolbox for atom detection 
in atom chip experiments. 
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